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Introduction and objectives. Provisional stenting has
been shown to be effective in the treatment of bifurcated
coronary lesions. The aim of this study was to evaluate
changes in the geometry of the main vessel stent
following side branch (SB) dilatation and kissing balloon
(KB) inflation.

Methods. The study involved 23 patients with a
bifurcated coronary lesion. A first intravascular ultrasound
(IVUS) study was performed after drug-eluting stent
implantation in the main vessel. Subsequently,
angioplasty of the SB was carried out, and a second
IVUS was performed to evaluate its effect. Finally, KB
inflation was carried out, followed by a third IVUS study of
the main vessel. The cross-sectional area of the
implanted stent at different points was compared in the
three IVUS studies.

Results. The cross-sectional area of the proximal
segment of the recently implanted stent was 7.3 (1.9) mm2

and increased to 9.6 (2.9) mm2 after KB inflation (P<.05).
Dilatation of the SB resulted in a reduction in the cross-
sectional area under the SB origin from 5.9 (1.2) mm2

initially to 5.2 (1.2) mm2 (P<.05). After KB inflation, the
cross-sectional area partially recovered (to 5.6 [1.2] mm2).

Conclusions. After angioplasty of the SB, a reduction
was observed in the cross-sectional area of the stent
immediately distal to the SB origin. The area did not
return to its initial value after KB inflation. However, KB
inflation increased the cross-sectional area of the
proximal segment of the stent and changed stent
geometry.
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Hallazgos ultrasónicos durante el tratamiento
percutáneo de lesiones coronarias en
bifurcaciones

Introducción y objetivos. La estrategia simple ha de-
mostrado ser eficaz en el tratamiento de las bifurcaciones
coronarias. El propósito de este estudio es evaluar los
cambios producidos en la geometría del stent implantado
en el vaso principal (VP) tras dilatar el ramo secundario
(RS) y tras inflado simultáneo de dos balones (KB).

Métodos. Se estudió a 23 pacientes con una lesión en
una bifurcación coronaria. Tras implantar un stent farma-
coactivo en el VP, se realizó un primer estudio de ultraso-
nidos intracoronarios (IVUS). A continuación se efectuó
una angioplastia del RS, seguido de un segundo IVUS
para analizar su efecto. Por último se realizó KB seguido
de un IVUS final sobre el VP. En las tres condiciones del
estudio ultrasónico, se comparó el área del stent implan-
tado a diferentes niveles.

Resultados. El área del stent recién implantado en su
segmento proximal fue de 7,3 ± 1,9 mm2, y tras el KB se
incrementó hasta 9,6 ± 2,9 mm2 (p < 0,05). Tras dilatar el
RS se produjo una pérdida del área del stent a la salida
del mismo con respecto al estado inicial (de 5,9 ± 1,2 a
5,2 ± 1,2 mm2; p < 0,05). Tras el KB, dicha área sólo se
incrementó parcialmente (5,6 ± 1,2 mm2).

Conclusiones. Tras la angioplastia del RS, se observa
una pérdida del área del stent a nivel del segmento inme-
diato a la salida del RS, y tras el KB no llega a recuperar-
se la superficie inicial. En el segmento proximal del stent
se produce un incremento de su área y un cambio en la
geometría del stent.

Palabras clave: Stent. Bifurcación. Ultrasonidos intraco-
ronarios. Kissing.

INTRODUCTION

Bifurcated coronary lesions are frequent, representing
approximately 10%-12% of all coronary interventions.1

In percutaneous treatment, initial procedure success is lower
and the restenosis rate is higher than in nonbifurcated
lesions.2 Many approaches to these lesions have been
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described,3,4 but none of them has gained popularity
enough to be considered definitive. Broadly speaking,
they divide into 2 groups: simple techniques, with a single
stent implanted in the main vessel (MV), and complex
techniques, with a stent implanted in the side branch
(SB). The literature5-7 suggests simple techniques are
superior, so a philosophy based on implanting a single
stent whenever possible seems adequate. We follow a
stepwise strategy8 using SB dilatation, when the SB is
affected or plaque displacement occurs on MV stent
deployment, and only implant a second stent in the SB
when results are less than optimal. In earlier series, this
occurred in <10% of bifurcations treated. Some in vitro
studies9 show stent distortion occurs in the segment
immediate to SB origin when the SB is dilated—we call
this segment the “lower diamond”—and that this can be
corrected with the simultaneous inflation of 2
superimposed balloons (KB). On the basis of these studies,
some groups propose systematic, procedure-final KB
dilatation.10,11 However, the behavior of a stent implanted
in the wall of a vessel with atheroma plaque can differ
from its in vitro behavior and clinical information on this
in patients treated with a simple approach (ie, a single
stent) is unavailable. The objective of the present study
is to determine in vivo the changes in the geometry of
stents implanted in the MV after balloon dilatation,
through the stent cells, in the SB, and after performing
procedure-final KB.

METHODS

We conducted a prospective observational study in 23
consecutive patients with coronary lesions affecting a
bifurcation, excluding those with SB diameter <2.5 mm.
Baseline clinical data are summarized in Table 1. Most
patients were men, with high blood pressure, smokers;
more than half presented in an unstable situation. Baseline
angiographic characteristics (Table 2) indicate 35% of
lesions were calcified and the most frequent location was
at the level of the left anterior descending coronary artery
with the diagonal. We used Medina’s classification12 to
define the segments of the bifurcation that are
compromised. In 14 (60%) patients the 3 segments of
the bifurcation were affected and in 5 (24%) the SB
became affected following MV stent deployment. All
stents were drug-eluting. Intracoronary ultrasound (IVUS)
studies (Atlantis SR, Boston Scientific 2.5 F, 40 MHz)
were performed after administering a 200 µg nitroglycerin

bolus, with motorized withdrawal at 0.5 mm/s. In 12
(52%) patients a baseline IVUS was conducted. All
patients underwent IVUS after MV stent implantation,
SB balloon dilatation, and simultaneous inflation of 2
superimposed balloons in KB. The balloon used for SB
dilatation was chosen as a function of vessel diameter
and inflated at 6-8 atm; we observed no residual stenosis
in any patient. In KB dilatation, in MV we used the stent
balloon or another of a similar diameter, reaching inflation
pressures of 12-14 atm; in SB, we used the balloon
previously employed in the isolated SB dilatation, with
inflation pressures of 6-8 atm. In each case we measured
stent area and symmetry index (minimum stent
diameter/maximum stent diameter) in the segment
proximal to the stent, at SB origin level, in the segment
immediate to SB origin, and in the segment distal to the
stent. We determined area gain or loss and the changes

ABBREVIATIONS

IVUS: intravascular ultrasound
KB: kissing balloon
MV: main vessel
SB: side branch

TABLE 1. Clinical Data

Age, mean (SD), y 58 (10) 

Men 18 (78) 

High blood pressure 14 (70) 

Diabetes 11 (48) 

Dyslipidemia 18 (78) 

Smokers 13 (56) 

Clinical situation

Inflation 9 (39) 

Unstable angina 6 (26) 

Stable angina 8 (35)

Data are expressed as n (%) or mean (SD).

TABLE 2. Angiographic Dataa

Location of bifurcation

TCI-DA-Cx 5 (22) 

DA-Dg 13 (56.5) 

Cx-OM 3 (13) 

CD-DP-PLB 2 (9) 

Type of bifurcation (using Medina’s classification)

1,1,1 14 (60) 

0,1,1 3 (13) 

1,1,0 3 (13) 

1,0,1 1 (4) 

1,0,0 2 (9) 

Calcium 8 (35) 

Diameter and length of stent, mean (SD), mm 3 (0.5)×20 (4) 

Pressures of stent implantation in MV, 15 (2) 

mean (SD), atm

Diameter of kissing balloon in MV, mean (SD), mm 2.8 (0.3) 

Diameter of SB balloon, mean (SD), mm 2.5 (0.2)

Bifurcation angle, mean (SD), degrees 62.6 (22)

Angle ≤60o 12 (52)

Angle >60o 11 (48) 

Cx: circumflex: DPA: descending posterior artery; LAD: left anterior descending
coronary artery; LCA: left coronary artery; MV, main vessel; OM: obtuse marginal;
PLB: posterolateral branch; RCA: right coronary artery; SB: side branch.
Data are expressed as n (%) or mean (SD). 
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produced in stent geometry after each maneuver
performed (Figure 1). We also measured the angle between
SB and MV, and correlated this with the degree of
distortion produced in the lower diamond after isolated
SB dilatation. Measurement was offline by 2 expert
interventional cardiologists. 

We used the Kolmogorov-Smirnov test to show sample
distribution was normal. Quantitative variables are
expressed as mean (SD). We used ANOVA and the
Bonferroni test to compare multiple means. Linear
associations were calculated using the Pearson correlation.
A P value less than .05 was considered significant.
Statistical analysis was with SPSS 12.0.

RESULTS

We achieved initial procedure success in all patients.
One patient (4%) needed a second stent implant in the
SB as postdilatation results were suboptimal. Tables 3
and 4 summarize ultrasound findings of the segments
analyzed at each stage. In the segment proximal to the
stent and at the level of the SB origin a significant increase
of area and a loss of stent geometry occurred after KB

inflation (Figures 2 and 3). In the segment immediate to
SB origin, some degree of distortion and loss of area
occurred after SB dilatation. Following KB, area increased
slightly without regaining baseline values despite MV
stent balloon diameter being greater than that of the SB
stent and inflation being performed at higher pressure
(12-14 atm in MV vs 6-8 atm in SB). Figure 4 illustrates
individual changes in stent area in this segment after each
intervention. We found no correlation between SB angle
and the degree of distortion produced in the lower diamond
after isolated SB dilatation. We identified no significant
differences in the distal stent at any stage.

DISCUSSION

Bifurcated coronary lesions continue to challenge the
interventional cardiologist. In recent years, the approach
to the SB after implanting a stent in the MV has raised
controversy although a conservative attitude (do not dilate
if the result is optimal or dilate the SB with a balloon
instead of deploying a second stent) apparently offers
the best results. 

Consequently, in vitro results obtained in series of
tests9 show that after SB dilatation a distortion of stent
geometry occurs in the lower diamond, immediate to SB
origin, and that this distortion is corrected with
simultaneous dilatation of 2 balloons. However, in an
earlier observational study13 we indicated that distortion
produced in the lower diamond in sirolimus-eluting stent
implantation did not significantly influence the of
restenosis rate at follow-up. 

In the present study, we use ultrasound to determine
the behavior of the different segments of the stent after
balloon dilatation of the SB and subsequent simultaneous
inflation of two balloons in KB. 

If we analyze the proximal segment of the stent, we
find no modification occurs after SB dilatation (baseline
7.3 [1.9] mm2 vs 7.2 [1.9] mm2 after SB dilatation;

Figure 1. Ultrasound study protocol. On the left, you can see each of
the conditions under which IVUS was conducted and on the right, the
stent segments studied at each stage.

TABLE 3. Results

Stent in MV Dilatation of SB Final KB

Proximal SA, mm2 7.3 (1.9) 7.2 (1.9) 9.3 (2.9)

SA SB origin, mm2 6.2 (1.2) 6.1 (1.6) 6.8 (1.9) 

SA after SB origin, mm2 5.9 (1.2) 5.2 (1.1) 5.6 (1.3) 

Distal SA, mm2 6.3 (1.3) 6.3 (1.2) 6.3 (1.2) 

KB: kissing balloon; MV: main vessel; SA: stent area; SB: side branch. 

TABLE 4. Results

Stent in MV P Dilatation of SB P Final KB

Proximal IS 0.88 (0.003) NS 0.87 (0.03) <.01 0.78 (0.007)

IS after SB origin 0.82 (0.007) <.01 0.74 (0.07) NS 0.77 (0.008)

IS: index of symmetry; KB: kissing balloon; MV: main vessel; NS: nonsignificant.
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Figure 2. Ultrasound study of the main vessel after stent implantation, following side branch dilatation, and after kissing balloon inflation. The proximal
segment of the stent appears in a blue box, where you can see the increase in the area and the distortion of stent geometry following kissing balloon
inflation. The distal segment at the origin of the side branch appears in a red box and does not vary in the different stages. 

Figure 3. Ultrasound study of the main
vessel after stent implantation, after
side branch dilatation, and after kissing
balloon inflation. The proximal
segment of the stent appears in a blue
box, showing lack of apposition (white
arrows), which was corrected after
kissing balloon inflation. The distal
segment at side branch origin appears
in a red box; this is distorted after side
branch dilatation (note the distortion
indicated with yellow arrows on the
long axis), and improves after kissing
balloon inflation although it does not
fully recover its baseline state. 

Proximal Stent SB Origin Distal SB Origin Distal Stent

Proximal SB Origin Distal SB Origin Distal
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nonsignificant difference). After KB, a significant increase
in stent area occurs (from 7.3 [1.9] mm2 to 9.3 [2.9] mm2;
P<.01) and a significant reductuion of the index of
symmetry (IS) with respect to the baseline stage and after
isolated dilatation of the SB, with a geometrically circular
cross-section becoming oval (baseline IS, 0.88; IS after
KB, 0.78; P<.001). The inflation of 2 superimposed
balloons in the proximal segment of the stent produced
the same change in the 23 patients. 

In 1 (4%), we found a lack of stent apposition in the
proximal segment after implantation and after SB
dilatation, but achieved correct apposition after KB
(Figure 3). Therefore, KB reduced the chance of bad
proximal stent apposition, although this defect was
infrequent in our series. However, we should recall the
increased area and distortion produced by KB in the era of
drug-eluting stents, given they may affect polymer structure
with the consequent loss of benefits of this type of stent.

If we analyze the segment immediate to the origin of
the SB, we find stent geometry distortion occurs (IS falls
from 0.82 to 0.74; P<.01) and area at that level diminishes
slightly, from 5.9 (1.2) to 5.23 (1.1) mm2 (P<.05),
amounting to a 12% loss in stent area. However, stent
distortion in the lower diamond is substantial and ranges
from patients with no modification at all (Figure 2) to
others with marked distortion (Figure 3). Perhaps the
diameter of the balloon used in SB dilatation, the angle
or the metallic foot the guidewire passes through and the

balloon modify the degree of distortion in the lower
diamond, and it would be interesting to determine factors
that may influence this in future studies. In our study we
found absolutely no correlation between SB angle and
the degree of distortion in the lower diamond (r=0.32;
P=.1). Moreover, we divided patients into angles >60o

and <60o, and analyzed loss of stent area after SB dilatation
and the degree of recovery after KB; we found no
differences between the 2 groups. In 6 (26%) patients,
stent area ranged from 4 to 5 mm2 and only 3 (14%)
remained with a luminal area <4 mm2, above which
perfusion defects are considered unlikely to.14-18

After KB inflation, stent geometry is not restored (IS
after SB dilatation, 0.74; IS after KB, 0.77; P=.168) and
complete recovery of stent area does not occur (baseline
lower diamond area, 5.9 mm2; lower diamond area after
KB, 5.6 mm2; P<.05), gaining 7% of the area lost after
SB dilatation. Therefore, although the MV balloon was
larger in diameter than the SB balloon and pressure
applied during KB was greater in the stent balloon, we
were unable to fully restore the distortion produced in
the lower diamond. In our study, the segment after SB
origin was where less expansion was achieved in relation
to the other segments studied. Angiographic analysis of
the lesions before treatment shows 20 (87%) patients had
disease distal to the bifurcation, which may explain this
phenomenon. In patients with a distal stent, as expected,
no modification occurred with respect to the baseline

*
+

+

+

**

X

X

X

X

X
*

X

X

**

P<.05

P<.05 P<.05

5.9 (1.2) 5.2 (1.1) 5.6 (1.3)

10

9

8

7

6

5

4

3

2

1

0

S
te

n
t 

A
re

a,
 m

m
2

After Stent After SB ATC After KB

Figure 4. The figure shows individual
changes in the stent area at the lower
diamond level after each intervention. The
lower part of the figure reflects mean (SD)
and statistical significance of the differences
between means. KB: kissing balloon; SB:
side branch. 



situation, given that at this level there was no additional
manipulation during the  stages of the intervention. 

The influence of these strategies, which determine
changes in stent geometry, on long-term results is
currently unknown. This study only analyzes the acute
influence on geometry and the ultrasound measurements
of the stent in the main vessel. We did not perform
volumetric studies of plaque or IVUS analysis of the
SB, which may be considered limitations of the study.
In any case, randomized studies are needed to determine
the long-term clinical influence of these changes on stent
geometry.

CONCLUSIONS

A small distortion in the lower diamond area occurs
after SB dilatation and is not fully restored with
simultaneous inflation of 2 balloons. Kissing balloon
inflation reduces the chance of bad stent apposition,

although it produces an increase in area in the proximal
segment and a significant loss of IS. Ultrasound is an
excellent tool to monitor treatment of bifurcations.
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